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Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical Committee for Cereals, pulses and 
derived products (TC 11) and published by the Ethiopian Standards Agency (ESA). 

The standard is a reaffirmation for reprint of the Ethiopian Standard ES ISO 7495:2005, Wheat flour- Determination 
of wet gluten content by mechanical means (Identical with ISO 7495:1990), with some editorial changes without 
altering the technical contents in the former text. 
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Wheat flour — Determination of wet gluten content by 
mechanical means 



1 Scope 

This International Standard specifies a method for 
the determination of the wet gluten content in wheat 
{Triticum aestivum L.) flour by mechanical means. 

The method is applicable to commercial wheat 
flours and to test millings but not to coarse whole 
meal. 



2 Normative references 

The following standards contain provisions which, 
through reference in this text, constitute provisions 
of this International Standard. At the time of publi- 
cation, the editions indicated were valid. All stan- 
dards are subject to revision, and parties to 
agreements based on this International Standard 
are encouraged to investigate the possibility of ap- 
plying the most recent editions of the standards in- 
dicated below. Members of lEC and ISO maintain 
registers of currently valid International Standards. 

ISO 712:1985, Cereals and cereal products — Deter- 
mination of moisture content (Routine reference 
method). 

ISO 2170:1980, Cereals and pulses — Sampling of 
milled products. 



3 Definition 

For the purposes of this International Standard, the 
following definition applies. 

wet gluten in wheat flour: Plasto-elastic substance, 
composed principally of two protein fractions — 
gliadln and glutenin — in hydrated form, obtained 
using the method specified In this International 
Standard. 



4 Principle 

Preparation of a dough from a sample of wheat flour 
and buffered sodium chloride solution. Separation 
of the wet gluten by washing the dough with buffered 
sodium chloride solution, removal of excess solution 
from the gluten by centrifuging, and weighing of the 
residue. 



5 Reagents 

All the reagents used shall be of recognized analyt- 
ical grade. The water used shall be distilled water 
or water of at least equivalent purity. 

5.1 Sodium chloride, 20 g/l solution, buffered at 
pH 5,95. 

Dissolve 200 g of sodium chloride in water and add 
7,54 g of potassium dihydrogen phosphate (KH2PO4) 
and 2,46 g of sodium monohydrogen phosphate 
dihydrate {Na2HP04.2H20). Make up to 10 I with wa- 
ter. Check the pH of the solution using a pH meter, 
and adjust if necessary. 

Prepare this solution on the day of use. Before use, 
ensure that the solution is at a temperature of be- 
tween 15 X and 25 °C. 

5.2 Iodine, solution, c(0,5l2) ^ 0,001 mol/l. 

6 Apparatus 

Usual laboratory apparatus and, in particular, the 
following. 

6.1 Automatic apparatus for gluten separation^\ 

(see figure 1), comprising 

a) a kneader. 



1) Glutomatic 2200 is an example of a suitable apparatus available commercially. This information is given for the con- 
venience of the users of this International Standard and does not constitute an endorsement by ISO of this apparatus. 
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b) a mixing/washing chamber, of 60 mm external 
diameter, fitted with a removable perforated 
metal plate having apertures of size 80 jim, 

c) a dispensing device, consisting of a peristaltic 
pump, to deliver the sodium chloride solution 
(5,1) for the washing (separation) at a constant 
flow-rate of 50 ml/min to 54 ml/min, 

d) an automatic pipette, and 

e) a container, made of plastic, of 10 I capacity, for 
the sodium chloride solution (5.1) used in the 
washing (separation). 

NOTE 1 For a detailed description of the apparatus and 
for detailed operating instructions, users of this Interna- 
tional Standard should consult the manufacturer's manual 
for the apparatus employed. 



6.2 Centrifuge, capable of maintaining a rotational 
frequency of 6 000 min-'' and of producing a radial 
acceleration of 2 000^, equipped with perforated 
trays having apertures 500 |im in diameter. 



6.3 Balance, accurate to 0,01 g. 



7 Sampling 

Sampling shall have been carried out in accordance 
with ISO 2170. 



9.2 Preparation and washing (separation) of 
the dough 

9.2.1 General 

NOTE 2 The operations of preparation and washing 
(separation) of the dough are carried out as a continuous 
process by the automatic apparatus (6.1). The preparation 
time is preset by the manufacturer at 20 s, but may be 
adjusted by the user if necessary. The washing (separ- 
ation) time is also preset by the manufacturer at 5 min. 
A volume of between 250 ml and 280 ml of sodium chlor- 
ide solution is usually required during the washing (sep- 
aration) operation; this solution Is delivered automatically 
by the apparatus at a preset constant flow-rate of 
50 ml/min to 54 ml/min (depending on the apparatus). 

Work in accordance with the manufacturer's operat- 
ing instructions for the apparatus (6.1) in use. 

9.2.2 Preparation of the dough 

Under normal conditions, add 4,9 ml to 5,2 ml of the 
sodium chloride solution (5.1) to the test portion us- 
ing the automatic pipette. 

For products having very high or very low gluten 
contents, determine by a preliminary test the vol- 
ume of sodium chloride solution (5.1) necessary to 
prepare the dough. The minimum volume of sodium 
chloride solution used for dough preparation shall 
be 4,2 ml. Add the volume of sodium chloride sol- 
ution thus determined to the test portion using the 
automatic pipette. 

9.2.3 Washing (separation) of the dough 



9.2.3.1 General case 



8 Preparation of the test sample and 
determination of its moisture content 

Mix well the laboratory sample. Determine the 
moisture content of the test sample thus obtained in 
accordance with ISO 712. 



During the washing (separation) process, observe 
the clarity of the effluent leaving the mixing/washing 
chamber. The dough is considered to have been 
washed sufficiently when only traces of starch are 
present in this effluent (i.e. the effluent is clear). 

Use the iodine solution (5.2) to detect the presence 
of starch in the effluent. 



9 Procedure 



9.1 Test portion 

Weigh, to the nearest 0,01 g, 10 g of the test sample 
(clause 8) and transfer it quantitatively into the 
mixing/washing chamber of the apparatus (6.1), the 
perforated plate of which has been previously 
cleaned and wetted with the sodium chloride sol- 
ution (5.1). 



9.2.3.2 Special case 

In the case where the automatic washing process 
does not achieve sufficient washing of the dough 
carry out either of the two following operations: 

a) during the washing (separation) process, add 
manually excess sodium chloride solution to the 
mixing/washing chamber; 

b) regulate the apparatus to repeat the washing 
(separation) process. 
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Mixing/washing 
chamber 



Kneader 



Container for 
collecting the effluent 



Figure 1 — Automatic apparatus for gluten separation 
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9.3 Centrifuging and weighing the gluten 

When the washing (separation) process has been 
completed, rennove the wet gluten from the 
mixing/washing chamber using forceps. Divide the 
gluten Into two equal portions and place the balls 
of gluten on the perforated trays of the centrifuge 
(6.2), pressing them down gently. 

Operate the centrifuge for 60 s to remove the excess 
solution from the gluten. Remove the gluten using 
forceps and weigh immediately to the nearest 
0,01 g. 

9.4 Number of determinations 

Carry out two determinations on the same test 
sample. 

10 Expression of results 

The wet gluten, expressed as a percentage by mass 
of the product referred to a flour having a moisture 
content of 14 % (m/m), Is equal to 



m 
mo 

where 
m 

mo 



86 



100-w(H2O) 



xlOO 



Is the mass, in grams, of the wet 
gluten; 

is the mass, in grams, of the test por- 
tion; 



w(H20) is the moisture content, as a percent- 
age by mass, of the test sample. 



Take as the result the arithmetic mean of the two 
determinations provided that the requirement for 
repeatability (see 11.1) Is satisfied. 

11 Precision 

NOTE 3 Results of the Inter-laboratory test are given in 
annex A. 

11.1 Repeatability 

For a gluten content within the range of 
29,4 % (m/m) to 38,5 % (m/m), the difference be- 
tween the results of two determinations, carried out 
in rapid succession (or simultaneously) by the same 
operator using the same apparatus on the same test 
sample, shall not exceed 1,0 % (absolute). 

11.2 Reproducibility 

For a gluten content within the range of 
29,4 % {m/m) to 38,5 % (m/m), the difference be- 
tween the final results obtained by two laboratories 
using this method for the analysis of the same lab- 
oratory sample shall not exceed 3,5 % (absolute). 

1 2 Test report 

The test report shall specify the method and the au- 
tomatic apparatus for gluten separation used and 
the results obtained. It shall also mention all oper- 
ating details not specified in this International Stan- 
dard, or regarded as optional, together with details 
of any incidents which may have Influenced the re- 
sults. 

The test report shall Include all information neces- 
sary for the complete identification of the sample 
(e.g. the ash content of test millings). 
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Annex A 

(informative) 

Results of the inter-laboratory test 



An inter-laboratory test, carried out at the interna- 
tional level in 1985, in which 17 laboratories partic- 
ipated, each of which carried out three 



determinations on each sample, gave the statistical 
results (evaluated in accordance with ISO 5725^') 
shown in table A. 1. 



Table A.1 — Statistical results of the Inter-laboratory test 



Sample 


A 


B 


C 


D 


Number of laboratories retained after eliminating outliers 


17 


17 


17 


17 


Mean [% (w/m)] 


29,4 


30,9 


34,1 


38,5 


Standard deviation of repeatability, s^ [% (m/w)] 

Coefficient of variation of repeatability 

Repeatability, 2,83 s^ 
[% (m/m)] 


0,56 
1,9 % 

1,6 


0,36 
1,2 % 

1,0 


0,26 

0,8 % 

0,7 


0,35 
0,9 % 

1,0 


Standard deviation of reproducibility, Sj^ 
[% (m/m):\ 

Coefficient of variation of reproducibility 

Reproducibility, 2,83 Sj^ 
[% (m/m)] 


1,2 

4,2 % 

3,5 


1,7 

5,6 % 

4,9 


1,2 

3,6 % 
3,5 


1,2 

3,2 % 

3,5 



2) ISO 5725: 1 986, Precision of test methods — Determination of repeatability and reproducibility for a standard test method 
by inter-laboratory tests. 
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Organization and Objectives 

The Ethiopian Standards Agency (ESA) is the national standards body of Ethiopia 
estabHshed in 2010 based on regulation No. 193/2010.ESA is established due to the 
restructuring of Quality and Standards Authority of Ethiopia (QS 
established in 1970. 




ESA ^s objectives are: 



<♦ Develop Ethiopian standards and establish a system that enable to 
check weather goods and services are in compliance with the 
required standards, 

♦ Facilitate the country's technology transfer through the use of 
standards, 

♦ Develop national standards for local products and services so as to 
make them competitive in the international market. 

Ethiopian Standards ^^^ 

The Ethiopian Standards are developed by national technical committees which are 
composed of different stakeholders consisting of educational Institutions, research 
institutes, government organizations, certification, inspection, and testing 
organizations, regulatory bodies, consumer association etc. The requirements and/ 
or recommendations contained in Ethiopian Standards are consensus based that 
reflects the interest of the TC representatives and also of comments received from 
the public and other sources. Ethiopian Standards are approved by the National 
Standardization Council and are kept under continuous review after publication and 
updated regularly to take account of latest scientific and technological changes. 
Orders for all Ethiopian Standards, International Standard and ASTM standards, 
including electronic versions, should be addressed to the Documentation and 
Publication Team at the Head office and Branch (Liaisons) offices. A catalogue of 
Ethiopian Standards is also available freely and can be accessed in from our 
website. ^^ 

ESA has m^opyright of all its publications. No part of these publications may be 
.reproduced in any form without the prior permission in writing of ESA. 
International Involvement 

ESA, representing Ethiopia, is a member of the International Organization for 
Standardization (ISO), and Codex Alimentarius Commission (CODEX). It also 
maintains close working relations with the international Electro-technical 
Commission (lEC) and American Society for Testing and Materials (ASTM). It is a 
founding member of the African Regional Organization for standardization 
(ARSO). 



More Information ? 
Contact us at the following address. 
The Head Office of ESA is at Addis Ababa. 

Son- 646 06 85, Oil- 646 05 65 
1^011-646 08 80 
ISI 2310 Addis Ababa, Ethiopia 
E-mail: info@ethiostandards. org. 
Website: www. ethiostandards. org 
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